Pneumothorax during argon beam-enhanced coagulation in laparoscopy.
Argon beam coagulation is an effective modality to control rapid diffuse hemorrhage. We present a case of pneumothorax from argon beam coagulation used during laparoscopic surgery. We discuss potential cardiopulmonary consequences of this relatively new application of argon beam technology.